A multisource x-ray interior imaging system with limited angle scanning is investigated to study the possibility of building an ultrafast micro-CT for dynamic small animal imaging, and two methods are employed to perform interior reconstruction from a limited number of projections collected by the multisource interior x-ray system. The first is total variation minimization with the steepest descent search (TVM-SD) and the second is total difference minimization with soft-threshold filtering (TDM-STF). Comprehensive numerical simulations and animal studies are performed to validate the associated reconstructed methods and demonstrate the feasibility and application of the proposed system configuration. The image reconstruction results show that both of the two reconstruction methods can significantly improve the image quality and the TDM-SFT is slightly superior to the TVM-SD. Finally, quantitative image analysis shows that it is possible to 8 Author to whom any correspondence should be addressed. make an ultrafast micro-CT using a multisource interior x-ray system scheme combined with the state-of-the-art interior tomography.
Introduction
The heart problem has been central among healthcare topics. According to the website of the World Health Organization (http://www.who.int/mediacentre/factsheets/fs317/en/index.html), cardiovascular disease (CVD) is the number one killer in the world. An estimated 17.5 million people died from CVDs in 2005, representing 30% of all global deaths. Of these deaths, an estimated 7.6 million were due to coronary heart disease and 5.7 million were due to stroke. By 2015, almost 20 million people will die from CVDs. These are projected to remain the single leading cause of death. Given the high prevalence, mortality and impact of the diseases, both major clinical and preclinical efforts are imperative.
Rabbit and mouse models mimicking human physiology and pathology have become increasingly popular in biomedical research, especially in the context of CVDs (Holdsworth 2002 , Paulus et al 2001 , Wang and Vannier 2001 . The bottleneck in understanding and treating CVDs in animals and patients has been the lack of real-time noninvasive techniques to monitor the progression and intervention of CVDs such as atherosclerosis. The traditional imaging techniques have been largely restricted to highly invasive and terminal dissection of inflamed tissues, followed by labor-intensive staining and subsequent conventional microscopy. Such an approach is not only time consuming but also highly prone to human error and cannot easily yield reproducible, quantifiable 3D structures of the inflamed tissues. On the other hand, just as CT, MRI and ultrasound have revolutionized clinical cardiac imaging, the extension of those imaging modalities to preclinical models can be revolutionary. Specifically, in vivo cardiac mini-and micro-CT of small animals is highly valuable but represents a most difficult task, due to the requirements for both high spatial and temporal resolutions.
The problem with biological motion is that this is almost always transient, which results in motion artifacts in the CT image. Although ECG-gated scanning is reasonably effective, it has to be realized that the cardiac cycle is not a truly cyclic process when the heart rate and volume changes during breath hold. From a biological point of view the duration of a scan must be governed by the fastest moving part of the organ. If we want to be able to stop-action even the fastest moving part of the heart, we need a 10 ms scan duration. However, we can tolerate 50 ms duration if only end diastole or end systole is required. The higher the speed of rotation, the greater the number of angles of view generated by increasing the rates of the x-ray source pulsing and detector array reading out, and the pulse duration has to decrease with increasing rate of rotation to minimize blurring due to the motion during an x-ray pulse. This presents increasing technical problems associated with the mechanical rotation and the source-detector systems.
Over recent years, there has been explosive growth in the development of micro-CT scanners with an emphasis on spatial resolution (Wang 2001 , Ritman 2011 . Extension of existing CT technology from humans to rabbits and mice must address scaling issues. In particular, acquiring CT images of the animal heart with organ definition and temporal resolution comparable to that in humans requires ∼10-fold improvement in temporal resolution and ∼100-fold increment in spatial resolution. On the other hand, the high spatial resolution requires much higher dose relative to clinical CT, because any voxel must interact with a decent number of x-ray photons for adequate image quality (Faulkner and Moores 1984, Brooks and Chiro 1976) . Therefore, to compensate for the reduction in focal spot and image voxel size, the detector integration time and scanning speed have become too long to be practical in many important scenarios.
Despite the great importance of CT and major research efforts thus far, CT image reconstruction algorithms are still far from being fully developed. In both clinical and preclinical applications , there are critical and immediate needs for significantly improved CT performance in terms of imaging flexibility, object/specimen handling, radiation dose, image artifacts, spatial, contrast and temporal resolution as well as computational efficiency. Widely recognized major challenges in the CT field include (i) reduction of the radiation dose to animals and patients, especially children, (ii) suppression of scattering and other interferences, (iii) increment of scanning speed, and (iv) exact reconstruction of a region of interest (ROI) from a minimum amount of data that can be truncated, all of which require the development of highly innovative ideas and methods.
While classic CT theory targets exact reconstruction of a whole cross-section or of an entire object from complete projections, practical applications often focus on much smaller internal ROIs such as the cardiac region in micro-CT mouse studies. Current CT theory cannot exactly reconstruct an internal ROI only from truncated projections associated with x-rays through the ROI because this interior problem does not have a unique solution (Natterer 2001) . When applying traditional CT algorithms for interior reconstruction from truncated projection data, features outside the ROI may create artifacts overlapping inside features, rendering the images inaccurate or useless. In May 2007, we proved that the interior problem can be exactly and stably solved if a subregion in the ROI is known (Ye et al 2007a , 2007b . This kind of knowledge-regularized and theoretically exact local reconstruction method for the interior problem is known as interior tomography. Precise knowledge on a subregion is available if we have air gaps, water, blood or other quantitative landmarks in the ROI; more generally, a low-dose/low-resolution scan always acquires such prior knowledge in sequential, dynamic, multiresolution or other studies. However, obtaining precise prior knowledge of a subregion in an ROI can be difficult in many cases such as dynamic micro-CT of live mice as the model of human CVDs.
Classic sampling theory states that a signal must be sampled at least twice as fast as its maximum frequency to capture all information. Surprisingly, an emerging theorycompressive sensing (CS)-has the power to sample compressible signals at a rate much less than the Nyquist rate and yet allow accurate reconstruction of these signals (Candes et al 2006 , Donoho 2006 . The main idea behind CS is that most signals are sparse in an appropriate domain; that is, a majority of their expansion coefficients are close or equal to zero. Inspired by CS, in 2009 our group proved that exact interior reconstruction is theoretically achievable with an interior ROI-focused scan if the ROI is piecewise constant/polynomial , Han et al 2009 , which suggests that interior tomography can be further developed in the CS framework without precise subregion knowledge. In CS-based image reconstruction, frequently used sparsifying transforms are discrete gradient transforms and wavelet transforms. Because the x-ray attenuation coefficient often varies slightly within organs, and large image variations are usually confined to the borders of tissue structures, the discrete gradient transform has been widely utilized in CS-inspired CT reconstruction and results in numerous total variation minimization based algorithms for general CT reconstruction (Song et al 2007 , Chen et al 2008 , interior tomography ), as well as limited angle problems (Gao et al 2007 , Velikina et al 2007 .
Inspired by the promising results from CS-based interior tomography, in this paper we propose and evaluate an ultrafast multisource micro-CT system. The system consists of multiple source-detector pairs, each of which only rotates a limited angle and results in an ultrafast scan for potential gating-free cardiac imaging of a small animal to offer more detailed physiologic information. The greater the number of source-detector pairs, the smaller the angle the source-detector pair has to rotate through to complete a 360
• scan sequence. For a given rotation speed, the shorter the scan duration, the greater the number of source/detector systems, and the smaller the field of view (FOV) of each source/detector system. Therefore, we must tradeoff the temporal resolution and volume to be scanned. Meanwhile, the larger the ROI to be imaged, the greater the distance between the source and detector, and the smallest volume imaged for a given number of source/detectors is governed by the source and detector size. The rest of the paper is organized as follows. In the next section, we will define and optimize the configuration of multisource x-ray imaging system. In section 3, we will develop the associated reconstruction algorithms for limited angle projections from the multisource interior x-ray imaging system. In section 4, we will report the extensive results from comprehensive numerical simulations and mouse studies. Finally, we will discuss some relevant issues and draw a conclusion.
System configuration
As shown in figures 1 and 2, we assume that there are K (K = 11 for example) x-ray sources with K being an odd number. Each x-ray source is paired with an opposing x-ray imaging system arranged with the x-ray detector, concentric and coplanar. Because all the sources will be uniformly mounted on a circular gantry, the odd number K can help to avoid conflicts between the x-ray sources and the associated detectors. In this system, we assume that only a small ROI will be illuminated at the system isocenter. This is feasible because we can always move the ROI to the system origin by a scout scan. When all the imaging pairs rotate at an angle of 2π/K, a group of truncated full scan datasets will be available, which equals the common interior problem mathematically. However, it can achieve high temporal resolution for dynamic imaging. In this study, we assume that the rotation range is <2π/K and results in a limited angular scan for the ROI.
Assume that the x-ray sources are uniformly mounted on a gantry whose radius is R. The permitted parameters of the ROI can be determined according to figure 2. Denote S k , k = 0, 1, . . . , K − 1, the locations of x-ray sources and α = 2π/K; we have a maximum fan-angle of the detector
Denote β β max the fan-beam angle for a given detector configuration. Then the radius of the field of view (FOV) will be
Let A be the interaction between the lines from S 1 and S 0 and tangent to the FOV, B be the interaction between the lines from S 1 and S 2 and tangent to the FOV, and φ the angle between the two lines from S 1 and S 2 . We assume that the detector corresponding to the source S 0 is perpendicular to S 0 O, and D max and D min are the positions of the detector center with a maximum and minimum source detector distance, respectively. Noting that
we have and hence
In practice, we can adjust OD (the distance between the x-ray source and the center of detector) in (OD min , OD max ). Then the length of detector can be determined as
Meanwhile, for a given detector length L and other parameters, we can estimate the FOV radius by
Algorithm development

Discretized representation of a CT imaging system
Omitting measurement noise, as shown in figure 3 , a CT imaging system can be modeled as the following linear system (Kak and Slaney 1999) :
where p ∈ P, which represents projection space; f ∈ F, which represents image space; W : F → P is a projection operator. According to the presentation of f and p, model (9) can be classified into three groups: continuous-continuous model (f and p are functions), continuous-discrete model (f is a function and p is a vector), and discrete-discrete model (f and p are vectors). The third one will be used in this study. For practical applications, projections are usually measured by detector elements, which are already discrete. For the two-dimensional (2D) case, we can discretize the image space by superimposing a square grid on the image and assume that f is a constant in each grid cell, which is usually referred to as a pixel. As a result, the image f can be expressed as a two-dimensional matrix f = (f i,j ) ∈ R I × R J where the index 1 i I and 1 j J are integers. However, we can rearrange f into a vector by defining
where 1 n N and N = I × J is the total number of pixels. In this paper, we will use both the signs f n and f i,j for convenience. As shown in figure 3, let p m be the ray-sum measured with the mth ray; it can be expressed as
where M is the total number of rays and w mn is the weighting coefficient that represents the contribution of the nth pixel to the mth ray-sum. Generally, there are three ways to calculate w mn : (i) considering the rays as 'fat' lines or narrow fan-beam (Yu and Wang 2011) , whose width is approximately equal to the image cell width, the coefficient w mn is the fractional area of nth pixel intercepted by the mth ray; (ii) considering the rays as ideal lines, w mn is the distance from the central of the nth pixel to the line of the mth ray; and (iii) considering the rays as ideal lines and if the mth ray passes through the nth pixel, w mn will be the pixel area.
Otherwise, it will be 0. The last one is the simplest and it is practical when rays and pixels are dense. It will be adopted in this work. After discretization, we get two vectors
T ∈ R M , and a matrix W = (w mn ) M×N . Because W usually has an enormous size and its storage is limited by computer memories, it can be calculated on the fly when most of the reconstruction algorithms are implemented.
Steepest descent search algorithm
CS-based reconstruction algorithms have attracted major attention for CT applications with limited number of projections. The main idea behind CS is that if the signal or image is sparse in an appropriate representation, the signal or image can be reconstructed from far fewer measurements than what is usually required by the Nyquist sampling theorem. Because the x-ray attenuation coefficient often varies slightly within an anatomical component, the l 1 norm of the discrete gradient transform (DGT) of an image, known as the total variation (TV) of the image, is often sparse. The TV of image f = (f i,j ) ∈ R I × R J can be defined as (Sidky et al 2006, Yu and 
The CT reconstruction problem of the system (9) can be solved by the CS-based reconstruction method to minimize the image TV regularized by the projections. It is equal to solving the following optimization program (Sidky et al 2006) :
The solution of (13) can be determined by an alternative minimization method of two major steps. In the first step, simultaneous algebraic reconstruction technique (SART), ordersubset SART (OS-SART) or some other reconstruction algorithms are used to enforce data consistency and get a roughly reconstructed image. For example, we can use the OS-SART method (Wang and Jiang 2004) to update the reconstructed image:
where k indicates the iteration number, λ k is relaxation parameter and critical to the quality and speed of the reconstruction (in our implementations, we set λ k to be 1 for simplicity), φ l represents the set of ray indexes in the lth
n , and W m+ = N n=1 w mn , which can be seen as the normalized length of the mth ray through the reconstruction region. When all equations in (9) are used in an iteration step, it becomes to SART, which can be expressed as follows (Wang and Jiang 2004) :
where W +n = M m=1 w mn . In the second step, a steepest descent search algorithm is used to minimize the TV of the reconstructed image . In this work, we refer this total variation minimization method with steepest descent search algorithm as TVM-SD. The TVM-SD used in this work can be summarized as the following pseudo-code : Initialize iteration number k = 0 and f (k) = 0; Repeat the main loop:
Update f (k) by OS-SART; Initialize the maximal step for the steepest descent ρ = 0.005 and the decreasing scale of ρ after each computation ρ s = 0.997; Repeat TV minimization loop:
Computing the steepest decent direction d i,j :
where
represents the sampling interval, and ε is a small positive number;
Until the stopping criteria are satisfied.
Soft-threshold filtering algorithm
Considering the measured noise e, the linear system (9) can be re-expressed as
When the system (21) is ill-posed, some additional constraints are needed to enhance the stability of the solution. Define a functional ω (f ) by (Yu and Wang 2010) 
where · denotes the l 2 norm of a vector, TD(f ) is the total difference (TD) of f defined as (Yu and Wang 2010 )
Daubechies and collaborators proved the convergence of a general iterative soft-threshold filtering algorithm to solve the linear inverse problems regularized by a sparsity constraint (Daubechies et al 2004 (Daubechies et al , 2008 . Based on their work, we developed a total difference minimization algorithm with soft-threshold filtering (TDM-STF) (Yu and Wang 2010) to determine the minimizer of (22). Furthermore, a fast iterative shrinkage thresholding algorithm (FISTA) (Beck and Teboulle 2009) 
In each of the main loops, the OS-SART is used to enforce data consistency and obtain a roughly reconstructed image, and the soft-threshold filtering method is adopted to reduce image TD.
Experimental results
To verify and compare the performances of the above reconstruction methods for the proposed ultrafast multisource x-ray interior imaging system, we implemented them and performed extensive numerical simulations and animal studies, and all the algorithms were implemented in C on a PC (4.0 GB memory, 3.2 GHz CPU). In the right image, the large circle indicates the ROI whose diameter is 10.0 mm, the medium circle indicates a subregion where the RMSEs will be measured and the small circle indicates the subregion where the standard deviations will be measured. 
Shepp-Logan phantom study
In this experiment, the imaging object is a modified Shepp-Logan phantom , where the radius of the compact support is 16.13 mm. A magnified ROI with diameter of 10.00 mm is shown in figure 4 . The parameters of scanning configurations are listed in table 1. We can see that for K (K = 7 or 11 in our experiments) x-ray sources, the maximum rotation angle of each source is limited in 2π/K, 2π/(2K) and 2π/(3K), which are referred to as full-scan, half-scan and one-third-scan, respectively, for simplicity. The ROI images were reconstructed using the following three methods: (i) classical FBP method, (ii) TVM-SD method, and (iii) TDM-STF method. The results are shown in figures 5 and 6. For a qualitative comparison, we plotted the profiles along the vertical central lines of all the reconstructed images. It can be seen that the reconstructed images using the TDM-STF method are consistent with that of the ideal phantom image. While the TVM-SD method reduces the truncation artifacts, it also blurs the edges of the phantom.
To test the stability of the proposed algorithms against data noise, we repeated the aforementioned reconstructions from projections corrupted by Poisson noise, assuming 10 photons per detector element, and the results are shown in figures 7 and 8. They indicate that the TDM-STF method has the strongest capability to suppress noise.
As indicated in figure 4, we selected two subregions inside the ROI to perform quantitative analysis. For the subregion surrounded by the medium circle, the root mean square errors (RMSEs) between the reconstructed images and the original phantom were calculated and are listed in table 2. For the small flat subregion, standard deviations were calculated and are listed in table 3. We can see that the TDM-STF has the smallest RMSE and standard deviation in all configurations. This means that the reconstructed results using the TDM-STF method are the closest to the ideal phantom and the TDM-STF has the best performance. Meanwhile, for all the methods, the RMSEs are very close between three different scan configurations (full-scan, half-scan and one-third-scan) for both noise-free and noisy datasets. This implies that half-scan or one-third-scan can be used to replace full-scan for a multisource micro-CT system to improve temporal resolution.
Live mouse study
To demonstrate the feasibility of the applications for the proposed scanning configuration and the associated algorithms, we scanned an anesthetized free-breathing mouse in cone-beam geometry using a single x-ray source-detector system at the University of North Carolina at Chapel Hill (Cao et al 2010) . Obtaining CT images of a beating mouse heart at high resolution is challenging because of its small size and the rapid cardiac and respiratory motions. To reduce the motion-induced artifacts, both physiological gating and very short x-ray exposure are required. In this study, the distance from the carbon nano-tube source to the rotation axis was 141.00 mm, the distance from detector array to rotation axis was 44.00 mm, a total of 400 projections were acquired over a circular orbit of 200
• with a step angle of 0.5 • , the number of detector elements was 1200 × 1200, and the detector width at the axis of rotation was 50 μm. From all the projections, we extracted the sinogram of the central slice with a combined 2 × 2 mode, which is a typical fan-beam short scan with a sinogram matrix of 400 × 600. To obtain a full scan sinogram over a whole circle, we interpolated the short-scan sinogram into a full scan one with 720 views, which is a 720 × 600 matrix. Figure 9 shows the reconstructed image from the original short-scan sinogram using the classical FBP method, as well as the magnification of an ROI whose diameter was 15.2 mm. This image can be considered as a benchmark for the reconstructed images from local projections. The mouse dataset was resampled and truncated (truncate the projections passed through the ROI) to simulate a multisource x-ray imaging system. First, the number of x-ray sources was set 7 or 11 and the sources were uniformly mounted on a gantry. Then, we set the maximum rotation angle of each source and downsampled the views in rotation scope. Here we assume the maximum rotation angle as 2π/7 (10 projections were discarded in every 11 projections for each source), 2π/14 (4 projections were discarded in every 5 projections) and 2π/21 (2 projections were discarded in every 3 projections) for the case of 7 x-ray sources, and 2π/11 (9 projections were discarded in every 10 projections), 2π/22 (4 projections were discarded in every 5 projections) and 2π/33 (2 projections were discarded in every 3 projections) for the case of 11 x-ray sources. Finally, we obtain full-scan, half-scan and one-third-scan cases similar to the ones listed in table 1. From the resampled and truncated local mouse dataset, we reconstructed images using the classical FBP method, TVM-SD method and TDM-STF method, and the results are shown in figures 10 and 11. We can see that the TDM-STF method has significant capability to suppress noise and highlight the tissues from the background. For example, the low contrast cardiac tissues indicated by the arrows can be distinguished. As indicated in figure 9, we selected a subregion inside the ROI to calculate the RMSEs between the reconstructed images from a truncated dataset and the image from a global complete dataset, and the results are listed in table 4, which shows that the advantage of the TDM-STF method is not obvious. However, this does not mean that the three methods can reconstruct similar image quality. The reason is that the true image is not available and the benchmark image has some noise.
Dead mouse study
One of the most important features of the proposed techniques and methods is to improve temporal resolution of mouse cardiac imaging to make it possible for ultrafast micro-CT. Because the improvement of temporal resolution cannot be seen from the aforementioned live mouse experiment, we scanned a dead mouse at the Mayo Clinic to show that the proposed methods can provide high image quality if there is no motion. The dataset we obtained was in Figure 10 . Reconstructed images from a truncated anesthetized free-breathing mouse dataset with 7 sources in a display window [0, 0.1]. From top to bottom in the left panel, the images were reconstructed from full-scan, half-scan and one-third-scan, respectively. From left to right, the images were reconstructed by the classical FBP method, TVM-SD method after 100 iterations (one TV minimization in each main loop), and TDM-STF method after 100 iterations (one softthreshold filtering in each main loop), and the right panel shows image profiles along the horizontal central lines in the left panel, respectively. Figure 11 . Reconstructed images from a truncated anesthetized free-breathing mouse dataset with 11 sources in a display window [0, 0.1]. From top to bottom in the left panel, the images were reconstructed from full-scan, half-scan and one-third-scan, respectively. From left to right, the images were reconstructed by the classical FBP method, TVM-SD method after 100 iterations (one TV minimization in each main loop), and the TDM-STF method after 100 iterations (one soft-threshold filtering in each main loop), and the right panel shows image profiles along the horizontal central lines in the left panel, respectively. a parallel beam geometry over a circular trajectory of 180
• with a step angle of 0.5
• . To obtain a full fan beam sinogram over a whole circle, we interpolated the parallel beam projections into a full scan with 720 views. After rebinning, the distance from the source to the rotation Figure 12 . Reconstructed images from an untruncated dead mouse dataset using the classical FBP method in a display window [0, 0.34] . While the left is the whole image, the right is a magnified ROI whose diameter is 6.95 mm. In the right image, the large circle indicates the ROI, the medium circle indicates the subregion where the RMSEs will be measured, and the small circle indicates the subregion where the standard deviations will be measured. Figure 13 . Reconstructed images from a truncated dead mouse dataset with 7 sources in a display window [0, 0.34] . From top to bottom in the left panel, the images were reconstructed from fullscan, half-scan and one-third-scan, respectively. From left to right, the images were reconstructed by the classical FBP method, TVM-SD method after 60 iterations (5 TV minimization loops in each main loop), and TDM-STF method after 60 iterations (5 soft-threshold filtering loops in each main loop), and the right panel shows image profiles along the horizontal central lines in the left panel, respectively. axis was 873.00 mm, the distance from detector array to the rotation axis was 13.00 mm, the number of detector elements was 2533, and the detector width was 8.8 μm. The diameter of the compact support of the mouse was 22.00 mm. Figure 12 shows the reconstructed image from the global dataset using the classical FBP method, as well as the magnification of an ROI whose diameter was 6.95 mm. To simulate a multisource x-ray imaging system, the projections passed through the ROI were resampled and truncated using a similar method to that in the subsection 4.2. The reconstructed images from a truncated local dataset are shown in figures 13 and 14. The profiles in figures 13 and 14 imply that the TVM-SD and TDM-STF methods can successfully suppress noise. What's more, the TDM-STF method can successfully distinguish the tissues (even with small size) with higher absorption coefficient from the others. As shown in figure 12 , we selected a subregion to calculate the RMSEs between the reconstructed images from the truncated local dataset and the image from the untruncated global dataset, and the results are listed in table 5. We also selected a flat subregion to compute the standard deviation for noise characterization and the results are listed in table 6. It should be pointed out that the pixel values inside the flat subregion are not constant.
However, from the biological point of view, this subregion belongs to the same tissue and all pixels can be approximated as a constant. Our results show that the TDM-STF has the smallest RMSE and standard deviation in all configurations, which implies that the TDM-STF has the best performance. Meanwhile, both the RMSEs and standard deviations are comparable for different scan modes for any given reconstruction method. In other words, we can obtain comparable image qualify from half-scan and one-third-scan to that from full-scan, and the half-scan can even achieve better image quality than full-scan in some cases. Therefore, the proposed methods and techniques have great potential to improve temporal resolution while the image quality is not compromised.
Discussions and conclusion
From the aforementioned results, we can see that the TVM-SD and TDM-STF are all superior to the traditional FBP method, especially when the dataset is corrupted by Poisson noise, and the TDM-STF performs even better than the TVM-SD in all of our simulated settings. The results of TDM-STF are smoother, especially when the dataset is corrupted by Poisson noise. Meanwhile, the quality of all the reconstructed images using our methods is slightly worse than those from the original complete datasets. This is reasonable and acceptable because only about 60 views were used in our method, while the original live and dead mouse datasets have 400 and 360 views, respectively. What's more important, we can obtain comparable image qualify from half-scan and one-third-scan to that from full-scan, and the half-scan can even achieve better image quality than full-scan in some cases.
We also find that the results from half-scan are comparable to those from full-scan and they are both slightly superior to those from one-third-scan. According to the central slice theorem, for parallel-beam geometry one projection can be expressed as a frequency sample on a line passing through the system origin in the Fourier domain, and therefore we can approximately treat the fan-beam as parallel-beam geometry to measure the projection data completeness in the Fourier domain. As shown in figure 15 , for full-scan and half-scan modes, the sampling lines are approximately uniformly distribute in 360
• , while there are some large gaps in one-third-scan mode. When the symmetry is considered, the sampling rate in the Fourier domain in the half-scan mode is denser than that in full-scan mode in some cases. Based on an overall consideration of temporal resolution and image quality, half-scan mode is preferable in this multisource x-ray interior imaging system.
To compare the computational cost, we recorded the time for a main loop of TVM-SD and TDM-STF. With the parameters listed in table 1 (7 sources, 63 total views), when image size was 512 × 512, the costs for one main loop were 10.07 s and 7.71 s for TDM-STF and TVM-SD, respectively, and when the image size increases to 1024 × 1024, the costs were 22.13 s and 18.94 s, respectively. Therefore, the TDM-STF needs more computation cost for one main iteration. This result can be explained by the fact that, different from the steepest descent search algorithm, the threshold in each filtering step is automatically determined using the projected gradient method, which needs an additional projection step. However, to obtain the same image quality, the TDM-STF may need less iterations and results in less total computational cost for practical application.
Finally, let us comment on the image quality of the proposed method for cardiac diagnosis of live mice. The long axis diameter of a mouse heart is ∼1.0 cm and the transaxial diameter is ∼0.5 cm. The left ventricle (LV) wall thickness is ∼0.5 mm. The myocardial and LV chamber volumes are ∼30 mm 3 each. Hence the effect of incorrectly adding (or subtracting) a 50 micrometer voxel from the edge of the chamber/myocardial interface would result in a 1.25 mm 3 difference in volume-i.e. 4%. As the LV myocardium can double in volume Figure 15 . Illustration of the approximate sampling lines in the Fourier domain for the SheppLogan phantom experiments. The top and bottom rows illustrate 7 and 11 x-ray sources, respectively. From left to right, the illustrations correspond to full-scan, half-scan and one-third scan, respectively.
after 2-week exposure to aortic banding or another similar stimulus (Beznak et al 1969) , the resolution is adequate to accurately quantify the magnitude of the hypertrophy. The mouse heart can beat up to 600 beats per minute, i.e. 100 ms heart cycles. It has been shown that accurate description of LV emptying (or filling) requires 15 images per heart cycle to achieve 5% accuracy (E Freeman et al 1970)-i.e. each scan must be completed in 7 ms at 600 bpm or 14 ms at 300 bpm heart rates. These durations can be lengthened if only the relatively 'quiesent' periods of end diastole and end systole are of interest-the issue then becomes the precision with which those times within the cardiac cycle can be determined. With a multisource system the scan initiation times can be more frequent than the interval needed for completing a scan, so at the expense of continuous exposure the optimal scan can be found retrospectively. As a result, it will be possible to build an ultrafast micro-CT for dynamic small animal imaging with a 2.0 cm diameter field-of-view, 50 ms scan speed and 100 μm voxel resolution without gating at low dose.
In conclusion, we have proposed a multisource x-ray interior imaging system configuration and associated reconstruction methods. By comparison, we find that the TD minimization with soft-threshold filtering is better than classical FBP and the TV minimization method with steepest descent search algorithm. Because the proposed techniques and methods have great potential to improve temporal resolution, reduce radiation dose, and keep a decent image quality, they make it possible to build an ultrafast micro-CT for dynamic small animal imaging, and these results can be directly extended for clinical cardiac CT .
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